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Atomic Force Microscopy (AFM) conventional static force curves and Force Feedback Microscopy (FFM)
force curves acquired with the same cantilever at the solid/air and solid/liquid interfaces are here compared.
The capability of the FFM to avoid the jump to contact leads to the complete and direct measurement of
the interaction force curve, including the attractive short-range van der Waals and chemical contributions.
Attractive force gradients five times higher than the lever stiffness do not affect the stability of the FFM static
feedback loop. The feedback loop keeps the total force acting on the AFM tip equal to zero, allowing the use
of soft cantilevers as force transducers to increase the instrumental sensitivity. The attractive interactions due
to the nucleation of a capillary bridge at the native oxide silicon/air interface or due to a DLVO interaction
at the mica/deionized water interface have been measured. This set up, suitable for measuring directly and
quantitatively interfacial forces, can be exported to a SFA (Surface Force Apparatus).
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1 Introduction:
The so called ”jump to contact” occurring when the attrac-
tive force gradient exceeds the cantilever stiffness charac-
terizes the AFM static force curves [1]. As a consequence,
short-range attractive forces are usually not accessible in
conventional static mode. The increase of the cantilever
stiffness is not a convenient solution because it leads to a
consistent decrease of the force sensitivity. The complete
interaction force curve is then usually obtained with a pos-
teriori mathematical data treatment from frequency shifts
measured in Frequency Modulation AFM (FM-AFM) [2, 3]
where stiff cantilevers with high Q-factor are employed.
However, the methods proposed to convert the measured
frequency-shift into force gradients require the tip-sample
interaction to be conservative over an oscillation cycle of
the tip. Interactions including non conservative forces as in
the case of capillary condensation [4] at the solid/air inter-
face cannot therefore be precisely measured in FM-AFM.
Moreover, the integrated force gradient measured with dy-
namic AFM techniques is not equivalent to the static force
when the interaction has a frequency-dependence behavior
as in the case of the mechanical response of viscoelastic
materials [5]. Analogous problems in the force reconstruc-
tion could come from the different thermodynamic condi-
tions between the static and the dynamic measurements [6].
These remarks emphasize that it is of importance to have a
direct and quantitative measurement of the full force curve
between two surfaces at nanoscale.
An alternative and successful option to dynamic AFM tech-
niques is the use of a magnetic feedback control acting on
soft cantilevers aiming to counteract the tip-sample interac-
tion and therefore avoiding the mechanical instability of the
tip [7, 8, 9]. Here a magnetic particle has to be attached on
the backside of the cantilevers. The magnetic force is then
applied on the tip using a coil positioned below the sample.
Alternative systems commonly labeled by displacement-
controlled scanning force microscopy [10] have been sug-
gested but the attractive part of the tip-sample interaction
has not been sufficiently investigated [11, 12] as in the case
of the magnetic force feedback.
A more flexible and simple operational scheme named Force
Feedback Microscope (FFM) that doesn’t require any spe-
cial cantilever preparation has recently been proposed [13].
It permits to measure simultaneously the force, the con-
servative force gradient and the damping coefficient, fully
characterizing the tip-sample interaction employing soft
cantilevers. The FFM static loop ensures the position of
the AFM tip to be stable by imposing a counteracting force
on the tip. The total force acting on the tip is therefore
maintaining constantly equal to zero. Here we focus on the
measurement of the static force and we compare the abil-
ity to measure attractive interactions with a conventional
AFM and a FFM. The measurements have been performed
with the very same cantilevers, simply switching between
the FFM operational mode into the standard AFM static
mode.
2 Operational scheme:
In the FFM, a fiber optic based interferometer is used to
measure the tip position which is kept constant by a static
feedback loop (fig. 1). A second dynamic feedback loop
(fig. 1) imposes a constant sub-nanometric oscillation am-
plitude on the tip. From the measurement of the phase of
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Figure 1: The Force Feedback Microscope. A fiber optic
based interferometer measures the tip position. A small
piezoelectric element displaces the cantilever base to keep
contant the tip position ensuring the stability of the static
loop. The force gradient and the damping coefficient are
measured employing a second dynamic loop imposing a
sub-nanometric oscillation amplitude to the tip. The oper-
ational mode of the second loop is described elsewere [13].
the tip oscillations and the normalized excitation amplitude
as a function of the tip-sample distance, the conservative
force gradient and the damping coefficient can be measured
[13]. In this letter we address the capabilities of the solely
static feedback loop. No oscillation amplitude is here im-
posed to the tip. The loop ensures that at any time the
total force acting on the tip is equal to zero and conse-
quently the tip position is stable. For this purpose, a small
piezoelectric element displaces the cantilever base in order
to apply a counteracting force, Ffeedback, on the tip such
that:
2∑
i=1
Fi = Fsample/tip + Ffeedback = 0 (1)
Ffeedback is equal to the cantilever stiffness k times the dis-
placement ∆z imposed to the cantilever base by the piezo-
electric element.
Ffeedback = k∆z (2)
In fig. 2, the operational scheme is briefly presented. In
red, the cantilever base is displaced by ∆z1 in presence
of an attractive Fsample/tip such that k∆z1 = Fsample/tip.
When the surface is further approached to the tip, the in-
teraction Fsample/tip gets repulsive and the cantilever base
is shifted down by ∆z2 to compensate the repulsion. The
tip position, in fig. 2 represented by the red sphere, is
constant over the entire approach curve. The counteract-
ing force Ffeedback is therefore a direct measurement of the
tip-sample interaction both in the attractive and repulsive
Figure 2: The Force Feedback Microscope operational
scheme. In presence of the attraction between the tip and
the sample, the piezoelectric element displaces the can-
tilever base up in order to compensate the force acting on
the tip. The tip position is therefore kept stable. When
the tip-surface force is repulsive, the cantilever base is dis-
placed down.
regime.
In order to fulfill eq.(1), the static loop must control ap-
plications of strong feedback forces on the tip over a large
bandwidth. In the present work, a proportional-integral-
derivative control has been employed to drive the piezo-
electric element positioned at the cantilever base. The sta-
bility of the feedback loop and the theoretical performances
of the instrument are not subjects of this letter and will be
discussed in an additional work. Here we focus on the ex-
perimental performances of the static feedback loop.
In analogy with the FFM mode (1), in static conventional
AFM mode the total force acting on the tip is
2∑
i=1
Fi = Fsample/tip + kδz (3)
where δz is the deflection of the cantilever that is not kept
under control during the approach curve. The jump to
contact mechanism occurs when the tip is in a position of
unstable equilibrium, therefore when the cantilever stiffness
is
k =
∂
∂z
(Fsample/tip) (4)
As a consequence, part of the attractive interaction is not
accessible in static mode because the tip jumps on the next
stable equilibrium position where
∑
2
i=1 Fi = Fsample/tip +
kδz = 0.
It follows that the role of the FFM static loop is to keep
the tip in mechanical equilibrium at sample-tip distances
where the conventional AFM static mode cannot maintain
the tip.
3 Experimental section:
A DLVO force at the solid/liquid interface is the first ex-
ample we address.
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Figure 3: Interaction force between mica and a silicon ni-
tride tip in deionized water. The jump to contact occurs
when the stiffness of the lever (green line in the graph) is
equal to the stiffness of the attractive interaction: here in
presence of a van der Waals attraction. The stiffness of the
cantilever is equal to 0.01Nm . Blue) FFM force curve. Red)
AFM conventional static force curve. Green) slope of this
green line is the cantilever stiffness. Dashed orange) slope
is 5 times larger than the cantilever stiffness.
In liquids the short-range Van der Waals interaction be-
tween two bodies is usually smaller than in air because
of the lower Hamaker constants [14] but additional forces
could be present and dominate at longer range. It is the
case of the double layer effect at the mica/deionized water
interface. When the electric double layer and the Van der
Waals act together, the total interaction is called DLVO,
named after Derjaguin, Landau, Verwey and Overbeek [15].
A silicon nitride AFM tip experiences a long range repulsive
force and a short-range attractive van der Waals interac-
tion before of the mechanical contact with the mica.
A surface of mica glued on a teflon disk has been freshly
cleaved with tape. The surface has then been rinsed with
500µl of deionized water. A silicon nitride cantilever with
a nominal stiffness of 0.01Nm has been used as force trans-
ducer.
In figure 3 the static conventional AFM force curve in red
is compared to the FFM force curve in blue. While conven-
tional AFM static mode is able to measure the double layer
contribution to the force, it cannot measure the attractive
part of the interaction due to the mechanical instability
of the tip occurring in presence of the short-range attrac-
tive forces. The green curve represents the force acting on
the tip due to the cantilever stiffness. The intersection of
the green curve and the red curve indicates the tip stable
positions before and after the jump to contact (3). The
sample/tip force (in blue) is instead fully measured by the
Force Feedback Microscope including the van der Waals
and chemical contributions dominating at tip-sample dis-
tance lower than 5 nm. Situations where tip sample force
gradients are five times larger than the cantilever spring
constant are here faced by the FFM static feedback loop.
The force curve in the FFM mode has been recorded with
an approach speed of 1 nm/s.
The second example is the capillary condensation at the
Figure 4: Interaction force between an oxide native sil-
icon surface and a silicon tip in ambient conditions. The
jump to contact occurs when the stiffness of the lever (green
line in the graph) is equal to the stiffness of the attractive
interaction: in the present case when capillary forces ap-
pear. Here the stiffness of the cantilever is equal to 0.35Nm .
Blue) FFM force curve. Red) AFM conventional static
force curve. Green) slope of this green line is the cantilever
stiffness. Dashed orange) slope is 10 times larger than the
cantilever stiffness.
solid/air interface in ambient conditions. It has been ob-
served that capillary condensation is an ubiquitous phe-
nomenon at the nanoscale [16, 17] and it is therefore ex-
tremely important because it drives many physical phe-
nomenons such as friction. Moreover, the properties of flu-
ids and confined fluids at the nanoscale revealed to be par-
ticularly different than the ones at larger scale [18]. Cap-
illary condensates are therefore of great importance in the
nanofluid domain. Capillarity induces a large attractive
force between the AFM tip and the sample and therefore it
usually dominates in the attractive regime over all others
interactions. Since the nucleation time [4] is in the order of
the ms, the measurement of the interaction is a challenge
for the Force Feedback Microscope.
Although AFMs techniques are widely used to measure
properties of capillary bridges [19, 18, 6], the measurement
of the complete tip-sample force is still a challenge. In
static mode it could be accessible just employing stiff can-
tilevers, therefore decreasing the instrumental sensitivity.
This leads to a higher incertitude for positioning the tip at
a fixed tip-sample distance. Frequency modulation AFM
is not suitable to follow the nucleation force of a capillary
condensate because the tip experiences a time dependent
interaction and not a reversible force gradient over the os-
cillation cycle that is concerned by the nucleation.
A native oxide silicon surface has been here used as sam-
ple. A cantilever with a nominal stiffness equal to 0.35 Nm
with a silicon tip with 10 nm curvature radius is used as
the force transducer.
In figure 4 the static conventional AFM force curve in red
is compared to the FFM force curve in blue. The approach
speed of the FFM measurement is here 1 nm/s. The me-
chanical instability occurs here when the capillary conden-
sation leading to a water bridge formation takes place. In
analogy with figure 3, at the intersection of the green line
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and the conventional AFM force curve we get the stable
positions of the tip before and after the jump to contact.
In blue, the sample/tip force is fully measured by the Force
Feedback Microscope including the nucleation of the water
bridge at a tip-sample distance of 5 nm. The inset gives
the stability of the tip position during the approach. It is
the error of the static feedback loop.
Compared to the force curve acquired at the solid/liquid
interface where the counteracting loop just has to ensure
the overall stiffness of the force transducer to be positive,
at the solid/air interface one additional difficulty has to be
overcome. The force due to the nucleation of the water
bridge is suddenly established in a short time and there-
fore the loop must react fast enough. Once the capillary
bridge is formed, the maximum stiffness that can be com-
pensated is higher than in the case of figure 3 and reaches
the experimental limits of the instrument.
4 Performances:
The proposed set-up is able to counteract routinely attrac-
tive force gradients 5− 10 times larger than the cantilever
spring constant. Moreover, it shows the capability to
counteract interaction forces which are time dependent.
For this purpose, the PID gains of the static feedback loop
must be properly chosen to increase the overall stiffness of
the force transducer (proportional gain) and to counteract
time dependent interactions (integral gain).
Force gradients 5 − 10 times larger than the cantilever
spring constant represent the gain in the instrumental
force sensitivity compared to the conventional static mode
when an equivalent stiffer cantilever has to be employed
to overcome the mechanical instability of the tip. At
higher tip-sample force gradients the error of the static
loop becomes more important and the measured force
is consistently averaged. In presence of an even higher
tip-sample force gradients, the jump to contact cannot be
avoided.
5 Conclusion:
The interaction force between two objects at the nanoscale
is one of the most important curves in science. This letter
shows the experimental capabilities of a new atomic force
microscope when this curve has to be measured in the
piconewton and in the nanonewton range showing results
for two different interfaces. The ability to overcome the
jump to contact opens the path to the investigation of the
full interaction curve including its most specific aspects at
short range distances without mechanical contact between
the two objects. Interaction forces, including capillary
condensation, that are not fully accessible directly or
indirectly by any other AFM technique force are now
measurable. The static operational scheme could be
exported to any other scientific instrument using a spring
as a force transducer, such as a Surface Force Apparatus.
AKNOWLEDGMENTS
Luca Costa acknowledges COST Action TD 1002. Mario S.
Rodrigues acknowledges financial support from Fundac¸a˜o
para a Cieˆncia e Tecnologia SFRH/BPD/69201/2010.
References
[1] J.-J. Wu, “The jump-to-contact distance in atomic
force microscopy measurement,” The Journal of Ad-
hesion, vol. 86, no. 11, pp. 1071–1085, 2010.
[2] F. J. Giessibl, “Advances in atomic force microscopy,”
Rev. Mod. Phys., vol. 75, pp. 949–983, Jul 2003.
[3] J. E. Sader and S. P. Jarvis, “Accurate formulas for
interaction force and energy in frequency modulation
force spectroscopy,” Applied Physics Letters, vol. 84,
no. 10, pp. 1801–1803, 2004.
[4] R. Szoszkiewicz and E. Riedo, “Nucleation time of
nanoscale water bridges,” Phys. Rev. Lett., vol. 95,
p. 135502, Sep 2005.
[5] J. Alcaraz, L. Buscemi, M. Grabulosa, X. Trepat,
B. Fabry, R. Farr, and D. Navajas, “Microrheology
of human lung epithelial cells measured by atomic
force microscopy,” Biophysical Journal, vol. 84, no. 3,
pp. 2071 – 2079, 2003.
[6] V. Barcons, A. Verdaguer, J. Font, M. Chiesa, and
S. Santos, “Nanoscale capillary interactions in dy-
namic atomic force microscopy,” The Journal of Physi-
cal Chemistry C, vol. 116, no. 14, pp. 7757–7766, 2012.
[7] S. Jarvis, H. Yamada, S.-I. Yamamoto, H. Tokumoto,
and J. Pethica, “Direct mechanical measurement of
interatomic potentials,” vol. 384, pp. 247–249, 1996.
[8] S.-i. Yamamoto, H. Yamada, and H. Tokumoto, “Pre-
cise force curve detection system with a cantilever con-
trolled by magnetic force feedback,” Review of Scien-
tific Instruments, vol. 68, no. 11, pp. 4132–4136, 1997.
[9] P. D. Ashby, L. Chen, and C. M. Lieber, “Probing in-
termolecular forces and potentials with magnetic feed-
back chemical force microscopy,” Journal of the Amer-
ican Chemical Society, vol. 122, no. 39, pp. 9467–9472,
2000.
[10] M. Goertz and N. Moore, “Mechanics of soft inter-
faces studied with displacement-controlled scanning
force microscopy,” Progress in Surface Science, vol. 85,
no. 912, pp. 347 – 397, 2010.
[11] B. I. Kim and R. D. Boehm, “Force-feedback high-
speed atomic force microscope for studying large bio-
logical systems,” Micron, vol. 43, no. 12, pp. 1372 –
1379, 2012.
[12] J. R. Bonander and B. I. Kim, “Cantilever based opti-
cal interfacial force microscope,” Applied Physics Let-
ters, vol. 92, no. 10, p. 103124, 2008.
4
[13] M. S. Rodrigues, L. Costa, J. Chevrier, and F. Comin,
“Why do atomic force microscopy force curves still
exhibit jump to contact?,” Applied Physics Letters,
vol. 101, no. 20, p. 203105, 2012.
[14] L. Bergstrm, “Hamaker constants of inorganic ma-
terials,” Advances in Colloid and Interface Science,
vol. 70, no. 0, pp. 125 – 169, 1997.
[15] J. Israelachvili, Intermolecular and Surface Forces.
Academic Press, 2007.
[16] F. P. Bowden and D. Tabor, “The friction and lubri-
cation of solids,” 1950.
[17] E. Charlaix and M. Ciccotti, “Capillary condensation
in confined media. handbook of nanophysics: Princi-
ples and methods. ed. klaus sattler,” 2010.
[18] K. B. Jinesh and J. W. M. Frenken, “Experimental ev-
idence for ice formation at room temperature,” Phys.
Rev. Lett., vol. 101, p. 036101, Jul 2008.
[19] L. Sirghi, R. Szoszkiewicz, and E. Riedo, “Volume of
a nanoscale water bridge,” Langmuir, vol. 22, no. 3,
pp. 1093–1098, 2006.
5
